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Abstract. As part of the European ACTRIS project, the first
large Quadrupole Aerosol Chemical Speciation Monitor (Q-
ACSM) intercomparison study was conducted in the region
of Paris for 3 weeks during the late-fall – early-winter period
(November–December 2013). The first week was dedicated
to the tuning and calibration of each instrument, whereas the
second and third were dedicated to side-by-side comparison
in ambient conditions with co-located instruments provid-
ing independent information on submicron aerosol optical,
physical, and chemical properties. Near real-time measure-
ments of the major chemical species (organic matter, sulfate,
nitrate, ammonium, and chloride) in the non-refractory sub-
micron aerosols (NR-PM1) were obtained here from 13 Q-
ACSM. The results show that these instruments can produce
highly comparable and robust measurements of the NR-PM1
total mass and its major components. Taking the median of
the 13 Q-ACSM as a reference for this study, strong cor-
relations (r2 > 0.9) were observed systematically for each
individual Q-ACSM across all chemical families except for
chloride for which three Q-ACSMs showing weak correla-
tions partly due to the very low concentrations during the
study. Reproducibility expanded uncertainties of Q-ACSM
concentration measurements were determined using appro-
priate methodologies defined by the International Standard
Organization (ISO 17025, 1999) and were found to be 9,
15, 19, 28, and 36 % for NR-PM1, nitrate, organic matter,
sulfate, and ammonium, respectively. However, discrepan-
cies were observed in the relative concentrations of the con-
stituent mass fragments for each chemical component. In
particular, significant differences were observed for the or-
ganic fragment at mass-to-charge ratio 44, which is a key
parameter describing the oxidation state of organic aerosol.
Following this first major intercomparison exercise of a large
number of Q-ACSMs, detailed intercomparison results are
presented, along with a discussion of some recommendations
about best calibration practices, standardized data process-
ing, and data treatment.
1 Introduction
Anthropogenic aerosols are ubiquitous pollutants in ambi-
ent air and play a significant role in the radiative balance of
the Earth’s atmosphere through its direct or indirect effects
(Forster et al., 2007). Moreover, these aerosols, especially
the fine fraction with aerodynamic diameters less than 2.5 µm
(PM2.5), have been recognized as having adverse effects on
human health due to their ability to penetrate deeper into the
respiratory system (WHO, 2012) and due to the presence of
toxic compounds in their composition.
Over the past few decades, worldwide efforts have been
made to better characterize these aerosols and their various
impacts through coordinated networking activities. Such ini-
tiatives allow providing reliable and comprehensive observa-
tions of the chemical composition and selected physical and
optical characteristics of the atmosphere in order to provide
the scientific community with the means to predict future at-
mospheric states and to give recommendations for the build-
ing of environmental policies.
At the European level, the ACTRIS project (Aerosols,
Clouds, and Trace gases Research InfraStructure Network;
http://www.actris.net/) aims to improve and harmonize ob-
servations of the in situ aerosol properties (chemical compo-
sition, optical, cloud condensation nuclei and size distribu-
tion) through a network of ground-based stations equipped
with advanced atmospheric probing instrumentation for
aerosols, clouds, and short-lived gas-phase species.
In recent years, the Q-ACSM (Aerodyne Res. Inc, ARI,
Billerica, MA.; Ng et al., 2011a) has been operated at most
of the European ACTRIS ground-based stations due to its ca-
pability to provide near real-time measurements of the major
chemical components of non-refractory submicron particles
(NR-PM1) and to allow for source apportionment of organic
aerosols. The Q-ACSM was built on the same operating prin-
ciples as the Aerodyne Aerosol Mass Spectrometer (AMS,
Canagaratna et al., 2007) with the main differences being
that the latter is equipped with a particle beam chopper that
allows for the determination of the size distribution of submi-
cron aerosol and its major components and that the Q-ACSM
is based on simpler but more robust technologies. In particu-
lar, the Q-ACSM uses a lower performance quadrupole mass
spectrometer, resulting in less sensitivity and mass-to-charge
(m/z) resolution but with the advantage of being cheaper and
more suited for long-term unattended operation. A new ver-
sion of ACSM, equipped with a time-of-flight (ToF) mass
spectrometer, has been developed recently. This ToF-ACSM
provides higher sensitivity, mass resolution and mass range
compared to the Q-ACSM (Fröhlich et al., 2013).
Q-ACSM measurements have been performed at various
places around the world after the first reported deployment
of this instrument in New York, USA (Ng et al., 2011a).
For instance, Q-ACSM were already used in China for the
characterization of summer and spring organic and inorganic
aerosols in Beijing (Sun et al., 2012; Jiang et al., 2015, re-
spectively), as well as in urban Nanjing and in the Yangtze
River delta region during summer and autumn harvest sea-
sons (Zhang et al., 2015), in Tijuana, Mexico, from local
and southern California sources during the CalMex cam-
paign (Takahama et al., 2013), in Santiago de Chile, Chile
(Carbone et al., 2013), in Atlanta (Budisulistiorini et al.,
2013, 2014, 2015a), in Hawaii (Kroll et al., 2015), in Look
Rock, USA (Budisulistiorini et al., 2015a, b), in the eastern
Mediterranean during summertime to study the processing
of biomass burning aerosols (Bougiatioti et al., 2014), and in
the region of Paris, France, to investigate wintertime pollu-
tion events (Petit et al., 2014). Several long-term Q-ACSM
measurement data sets (> 10 months) are also now available
for sites in the central USA (e.g., at the Atmospheric Radi-
ation Measurement (ARM) program’s Southern Great Plains
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(SGP) site (Parworth et al., 2015)), in the southeastern United
States (e.g., Atlanta, Georgia and Look Rock, Tennessee
(Budisulistiorini et al., 2015a)) and in Europe as part of the
ACTRIS program (e.g., for Zurich, Switzerland (Canonaco
et al., 2013), both the remote and regional background Span-
ish sites of Montsec and Montseny (Ripoll et al., 2015; Min-
guillón et al., 2015, respectively), and the Paris area, France
(Petit et al., 2015). Intercomparison studies of aerosol mea-
surements have been regularly performed to validate the dif-
ferent European data sets obtained within the EMEP (Eu-
ropean Monitoring and Evaluation Programme, http://www.
emep.int/) and/or ACTRIS networks (see for instance Baum-
gardner et al., 2012; Laborde et al., 2012; Petzold et al., 2013,
for aerosol optical properties; Wiedensohler et al., 2012, for
Scanning Mobility Particle Sizer (SMPS) intercomparison;
and Cavalli et al., 2013; Panteliadis et al., 2015; Yttri et
al., 2015, for filter-based measurements of elemental/organic
carbon and anhydride sugars). However, there is still no inter-
comparison study available to assess atmospheric concentra-
tion and source apportionment results from the Q-ACSM net-
work in Europe. Budisulistiorini et al. (2014) have recently
compared the measurements from two Q-ACSMs in Atlanta,
Georgia. The results were very encouraging showing very
good agreement among data sets with r2 above 0.8 for the
major species, except for chlorides (r2 = 0.21), which were
observed in low atmospheric concentrations close to or below
the detection limit of both Q-ACSMs. In order to validate
both Q-ACSM data sets, species concentrations were then
compared to other co-located instruments (e.g., particle-into-
liquid-sampler coupled to ion chromatography, PILS-IC, and
Thermo Scientific Sulfate Particulate Analyzer), highlighting
satisfactory correlations which are consistent with previous
results obtained by Ng et al. (2011a) and Sun et al. (2012)
for 8 weeks of continuous measurements from co-located Q-
ACSM and High-Resolution Time-of-Flight AMS (HR-ToF-
AMS) during its very first deployment in Queens, New York.
Fröhlich et al. (2013) also showed quantitative agreement
with slopes close to unity for all NR-PM1 species between
Q-ACSM, ToF-ACSM and a Compact Time-of-Flight AMS
(C-ToF-AMS) measurements.
In the present study, 13 individual Q-ACSM were de-
ployed at the same location during a 2-week field campaign.
The objective of this paper is to assess, over a large number
of instruments, the overall uncertainties of Q-ACSM mea-
surements (concentrations and mass spectral fragmentation
patterns) under optimized operating conditions (Q-ACSM
settings, tunings, and calibration procedures) and favorable
ambient conditions (in the vicinity of a large urban area)
providing important variability of each individual chemical
component measured by Q-ACSM. The reproducibility of Q-
ACSM measurements is investigated here with respect to a
reference (defined as the median of the 13 intercompared Q-
ACSM). The consistency of these measurements with filter-
based chemical analyses and other online co-located instru-
ments (including a ToF-ACSM, a High Resolution ToF-AMS
(HR-ToF-AMS), a PILS-IC and automatic monitors of the
aerosol physical properties) is also discussed in the present
paper. Based on the experience gained through this first inter-
comparison study, some recommendations are then provided
regarding the operation of Q-ACSM instruments within the
European ACTRIS network and the need to perform similar
large intercomparison studies on a regular basis. Two com-
panion papers (Fröhlich et al., 2015; Belis et al., 2015) focus
more specifically on the results of source apportionment of
organic aerosol (OA) derived from the Q- and ToF-ACSM
and HR-ToF-AMS measurement.
2 Calibration facilities, intercomparison experimental
strategy, and meteorological overview
2.1 The Aerosol Chemical Monitor Calibration Center
(ACMCC)
The ACSM intercomparison study took place at the newly
established Aerosol Chemical Monitor Calibration Center
(ACMCC), which is a component of the ACTRIS Euro-
pean Center for Aerosol Calibration. It benefits from the
co-located long-term in situ aerosol observations performed
at the French SIRTA atmospheric station (Site Instrumental
de Recherche par Télédétection Atmosphérique; http://sirta.
ipsl.fr/; Haeffelin et al., 2005), part of the ACTRIS atmo-
spheric network. The ACMCC and in situ (reactive gases
and aerosol) observations of SIRTA are co-located at LSCE
(Laboratoire des Sciences, du Climat et de l’Environnement),
located about 25 km southwest of Paris (48.71◦ N, 2.15◦ E,
150 m above sea level; Petit et al., 2014). The SIRTA sta-
tion is considered to be a site representative of regional back-
ground pollution in the region of Paris and has already been
referenced in the past as one of the three stationary measure-
ment sites of the EU-FP6-MEGAPOLI project (Megacities:
Emissions, urban, regional, and Global Atmospheric POL-
lution and climate effects, and Integrated tools for assess-
ment and mitigation (Beekmann et al., 2015; Crippa et al.,
2013a, b, c; Freutel et al., 2013a, b; Healy et al., 2013; von
der Weiden-Reinmüller et al., 2014; Zhang et al., 2013).
2.2 Intercomparison experimental strategy
The study was conducted during 3 weeks (from 10 Novem-
ber to 3 December 2013). Fifteen laboratories located in 10
European countries have participated in this intercomparison
exercise and brought their ACSM/AMS to ACMCC. The par-
ticipants and the associated ACTRIS stations where ACSMs
have been commonly deployed are listed in Table 1. The first
week was dedicated to the installation of the aerosol mass
spectrometers, their connection to air inlets (see Sect. 3.1),
their upgrades (software version), their tuning and calibra-
tion (see Sect. 3.1.1). Technical support was provided by the
manufacturer (ARI) during this first week of tuning and cal-
www.atmos-meas-tech.net/8/5063/2015/ Atmos. Meas. Tech., 8, 5063–5087, 2015
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Table 1. List of Q-ACSM instruments, laboratories and corresponding ACTRIS stations. The order of Q-ACSM in this table purposely does
not coincide with the order no. 1–13 used in the text to avoid an unintentional “rating” of individual instruments.
Q-ACSM S/N Q-ACSM type Station ID of Q-ACSM location Laboratory Country
A140-110 Q-ACSM Montseny IDAEA-CSIC Spain
A140-144 Q-ACSM Birkenes NILU Norway
A140-134 Q-ACSM Hohenpeissenberg DWD Germany
A140-142 Q-ACSM Cape Corsica LSCE France
A140-104 Q-ACSM Hyytiälä University of Helsinki Finland
A140-153 Q-ACSM Madrid CIEMAT Spain
A140-143 Q-ACSM Melpitz TROPOS Germany
A140-145 Q-ACSM Cabauw PSI Switzerland
A140-152 Q-ACSM Bologna ISAC-CNR Italy
A140-133 Q-ACSM Mace Head NUIG Ireland
A140-151 Q-ACSM Bologna and Ispra ENEA and EC-JRC Italy and EU
A140-113 Q-ACSM Sirta LSCE France
A140-156 Q-ACSM North Kensington King’s College UK
ibration. All the laboratories attended in this first week and
undertook to the calibration of their own instrument.
The second and third weeks (from 15 November,
18:00 UTC, to 2 December, 00:00 UTC) were dedicated to
side-by-side measurements in ambient air. Here, the ACSMs
(including the ToF-ACSM) were randomly gathered into four
groups. Q-ACSMs no. 1, 3, 6, and 11 were in Group A; Q-
ACSMs no. 7, 9, 10, and 13 in Group B; Q-ACSMs no. 2,
5, 8 and the ToF-ACSM in Group C, while Q-ACSMs no. 4
and 12 were in Group D. Each group had its own sampling
line consisting of a 3 m stainless steel tube of 1/2′′ outer
diameter (o.d.) and a common cut-off inlet (URG Cyclone
2000-30EH, Chapel Hill, NC, USA), located at ∼ 6 m above
the ground. As each ACSM subsampled a flow of 3 L min−1
from the general inlets, the total flow passing through these
inlets was of 12 L min−1 and the cyclone cut-off was approx-
imately of 2 µm (rather than the 2.5 µm cut-off obtained when
using this kind of cyclone at 16.7 L min−1). Each ACSM was
then equipped with its own drying system, corresponding to
the individual device commonly used when operating within
the ACTRIS program. All these dryers were based on Nafion
membranes and no influence of the drying system diversity
could be observed on the results obtained from the different
instruments.
A final calibration was performed at the end of the inter-
comparison study before shipping back each instrument.
2.3 Meteorological conditions
The temporal variability of meteorological parameters is
presented in Fig. 1. The average temperature during
the intercomparison study was 3.8± 1.7 ◦C ranging from
−0.3 to 9.6 ◦C. During the ambient comparison period
(17 November–2 December), only a few rainfall events oc-
curred (total of 11.4 mm of precipitation during the whole
period), in association with clean air masses from marine
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Figure 1. Time series of meteorological parameters during the in-
tercomparison study.
origin. The remaining was characterized by quite stable at-
mospheric conditions with air masses mainly coming from
the north (wind directions covering 240–60◦ N) favorable to
the development of PM pollution episodes over the region of
Paris (Crippa et al., 2013c; Petit et al., 2014), thus provid-
ing ideal conditions with changing local and regional-scale
pollution sources during the intercomparison study.
3 Instrumentation and calibration
After a brief description of the Q-ACSM measurement prin-
ciple, the different calibration procedures applied for the
present study are presented below. The co-located aerosol
monitors providing information on physical/optical/chemical
properties of submicron particles are also presented in this
Atmos. Meas. Tech., 8, 5063–5087, 2015 www.atmos-meas-tech.net/8/5063/2015/
V. Crenn et al.: ACTRIS ACSM intercomparison – Part 1 5067
section. All the instruments were placed in an air conditioned
room maintained at approximately 18 ◦C during the whole
campaign.
3.1 Aerosol Chemical Speciation Monitor (Q-ACSM)
The Q-ACSM measures mass concentrations of non-
refractory submicron aerosol components (i.e., organic mat-
ter, nitrate, sulfate, ammonium and chloride, noted hereafter
OM, NO3, SO4, NH4, and Cl, respectively). An exhaustive
description of the instrument is available in Ng et al. (2011a)
and information about differences between Q-ACSM and
AMS is given in Budisulistiorini et al. (2014). Briefly, com-
pared to AMS, Q-ACSM systems use a lower performance
mass spectrometer resulting in reduced sensitivity provid-
ing time resolution of about 30 min for typical urban aerosol
loadings, and do not provide size-resolved measurements.
PM2.5 aerosol particles are typically sampled and dried at
3 L min−1 (regulated with a mass flowmeter), and then sub-
sampled isokinetically at∼ 85 mL min−1 into a high vacuum
system through a 100 µm diameter critical orifice mounted
at the inlet of an aerodynamic lens focusing submicron parti-
cles with vacuum aerodynamic diameter (Dva) of around 40–
1000 nm (Liu et al., 2007). The gas from the particle beam is
separated by using differential pumping. The narrow particle
beam (approximately 1 mm diameter) is then impacted onto
a resistively 600 ◦C-heated inverted-cone semiporous tung-
sten vaporizer, mounted inside the ionization chamber, where
non-refractory components are flash-vaporized and quasi-
instantaneously ionized by electron impact (70 eV). Result-
ing positive ions are finally detected following their mass-
to-charge (m/z) ratios by a Prisma quadrupole mass spec-
trometer (Pfeiffer Vacuum, model QMS220), which provides
chemical composition information by reporting aerosol mass
spectra (12 <m/z < 148 amus). A small effusive source of
naphthalene (having m/z at 128 notably) located in the de-
tection region is used as a reference for m/z and ion trans-
mission calibrations as described in Sect. 3.1.1. During data
acquisition, a three-way automated valve mounted upstream
of the inlet switches alternatively between a filter position
(air without any particle) and sample position (air with par-
ticles). Subtraction of the filter mass spectrum from the sam-
ple mass spectrum provides information about the particulate
chemical composition which is then averaged over a selected
number of scans. Obtained spectra are then used to extract
the chemically speciated aerosol mass loadings by using the
same fragmentation table as described by Allan et al. (2004)
and then by applying calibration values and correction al-
gorithms (see Sects. 3.1.1 and 3.1.2). This fragmentation ta-
ble was recently updated (Canagaratna et al., 2015) for AMS
data treatment, but the latter optimized fragmentation table
was not used in the present study, in order to be consistent
with the actual ACTRIS program recommendations.
3.1.1 Calibration protocols
The aerodynamic lens system of each instrument was aligned
according to the protocols described in AMS and ACSM pre-
vious publications (Jayne et al., 2000; Ng et al., 2011a) to
ensure that the particle beam was well centered on the parti-
cle vaporizer and all voltages were tuned for best instrument
performance and data quality before calibrating.
Several further operations were performed on each ACSM
before calibration and consisted in harmonizing software ver-
sions (data acquisition and processing), detector gain, and
data acquisition parameters (scan rate, number, time duration
and m/z coverage for each scan). In order to have homoge-
neous data processing between ACSMs, all the instruments
used the latest data acquisition software (DAQ) version pro-
vided by ARI (v1.4.4.5) to calculate aerosol mass concentra-
tions.
m/z calibration
Q-ACSMs were operated from mass-to-charge (m/z) 12–148
with a scan speed of 200 ms amu−1 and 28 cycles of ambi-
ent and filter scans. The sampling time of all measurements
presented here is expressed in coordinated universal time
(UTC). The mass-to-charge calibration of the quadrupole
was performed using two calibration points, the N2 peak cor-
responding to the air-beam (AB) signal used to normalize
the measurements with respect to drifts in instrument mea-
surement sensitivity and sampling flow rate, and the internal
naphthalene (C10H+8 ) standard peak until they are centered
at their nominal mass values (m/z 28 and 128, respectively)
during m/z scans. These signals are also used to determine
the relative ion transmission (RIT) efficiency as shown in
Sect. 3.1.3. The acquisition parameters have been monitored
for each Q-ACSM during the whole sampling period to en-
sure stable conditions during data acquisition. The average
values are given in the Supplement Table S1.
(Relative) ion efficiency calibration
ACSM and AMS species mass concentrations are expressed
in nitrate equivalent mass, based on the determination of
the effective nitrate response factor and ionization efficiency
(RFNO3 and IENO3 respectively). The IENO3 calibration pro-
cedure was applied to all ACSM/AMS systems using a
unique calibration setup presented in Fig. 2, thus helping to
reduce systematic biases between instruments. Calibrations
were performed with ammonium nitrate (NH4NO3) aerosols,
which were atomized (TSI aerosol generator, Model 3076)
from an aqueous solution of concentration 5 mM in ultrapure
water. To ensure that atomized particles are well-dried dur-
ing the calibrations, a Nafion dryer (Thermo Scientific Par-
ticulate Dryer) was coupled with a silica-gel diffusion dryer
(TSI model 3062) directly placed after the atomizer. In order
to minimize the quantity of humid air flowing through the
www.atmos-meas-tech.net/8/5063/2015/ Atmos. Meas. Tech., 8, 5063–5087, 2015
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Table 2. Calibrated values of the Q-ACSM response function (RF) in A/(µg m−3) and RIE values used in the present study.
ACSM no. RFNO3 (10−11) RIENH4 RIENO3 RIESO4 RIECl RIEOrg
1 5.26 3.37 1.1 1.2 1.3 1.4
2 2.80 14.72 1.1 1.2 1.3 1.4
3 3.06 5.48 1.1 1.2 1.3 1.4
4 3.69 8.98 1.1 1.2 1.3 1.4
5 2.98 3.42 1.1 1.2 1.3 1.4
6 3.13 4.72 1.1 1.2 1.3 1.4
7 5.47 7.24 1.1 1.2 1.3 1.4
8 2.34 6.45 1.1 1.2 1.3 1.4
9 2.74 3.56 1.1 1.2 1.3 1.4
10 3.97 7.79 1.1 1.2 1.3 1.4
11 3.02 3.17 1.1 1.2 1.3 1.4
12 4.43 3.83 1.1 1.2 1.3 1.4
13 3.31 9.36 1.1 1.2 1.3 1.4
Figure 2. Aerosol mass spectrometers (i.e., ACSMs and HR-ToF-
AMS) calibration setup. The relative humidity (RH) was monitored
downstream of the Nafion dryer.
two dryers, a tee was added (upstream the dryers) to release
the excess air flowing through the atomizer.
The relative humidity (RH) was monitored downstream of
the dryers during the calibrations to check that the generated
particles remained dry. RH values were systematically below
10 % (6 % < RH < 10 %) for all the ACSM/AMS calibrations.
Particles were then selected at 300 nm mobility diameter by
the means of a Differential Mobility Analyzer (DMA) (TSI
Electrostatic classifier, Model 3081). The DMA impactor
was also cleaned before each Q-ACSM calibration and a fac-
tor of 10 was applied between the sheath and sample flow
rates. The DMA size calibration was successfully checked by
injection of mono-dispersed polystyrene latex (PSL) spheres
of 200, 350, and 491 nm (Duke Scientific). An aerosol di-
lution device was placed after the DMA (and before a mix-
ing tube) in order to change the mass loading of the mono-
dispersed NH4NO3 particles in the range 0–15 µg m−3. This
system was then connected to both a Condensation Parti-
cle Counter (CPC, TSI model 3025) and an aerosol mass
spectrometer inlet (one at a time). Both the DMA and
CPC performances and calibration were tested 1 month
prior to the intercomparison study at the World Calibration
Centre for Aerosol Physics (WCCAP, TROPOS, Leipzig,
Germany; http://www.wmo-gaw-wcc-aerosol-physics.org/).
The performance of the calibration system to produce mono-
dispersed NH4NO3 was also tested using a Scanning Mobil-
ity Particle Sizing (SMPS, Grimm, Model 5.416) running in
scanning mode. This control was performed before and af-
ter the calibration of each Q-ACSM. The SMPS instrument
used here to control the mono-dispersed NH4NO3 was also
successfully checked at the WCCAP the month before the
intercomparison study. Each ACSM/AMS was stabilized for
at least 24 h before calibrations were performed.
(Relative) ion efficiency calibration results
The RFNO3 and RIE values used for each Q-ACSM instru-
ment within this study are reported in Table 2. As shown
in the Supplement (Table S1), the Q-ACSM particle vapor-
ization and ionization parameters are not exactly the same
between Q-ACSMs resulting in differences in absolute and
relative ionization efficiencies.
All the Q-ACSMs were calibrated (IENO3) before and
after their side-by-side intercomparison in ambient condi-
tions using the calibration system described above. Almost
2 working days were necessary to perform all of these cal-
ibrations. Using the SMPS to monitor the size distribution
of particles generated by the IENO3 calibration system, it
was found that the modal mean diameter of mono-dispersed
NH4NO3 particles delivered by the DMA was slightly lower
than the expected value of 300 nm (ranging from 278 to
296 nm for the calibration of the 13 Q-ACSMs). Once con-
verted into mass concentrations, this slight shift in the diame-
ter of mono-dispersed NH4NO3 could change IENO3 by up to
25 %. Based on these observations, (IENO3) values for each
Q-ACSM were corrected by taking account the true mean di-
ameter of particles. Since the size distribution of the mono-
dispersed NH4NO3 was only checked for the second calibra-
tion, it was decided to keep this calibration as the reference
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for the data treatment. Accordingly, the RIENH4 value mea-
sured for each Q-ACSM during the second calibration phase
was used to calculate NH4 mass concentrations.
A unique RIESO4 value of 1.2 (corresponding to the de-
fault value commonly used for AMS measurements, Cana-
garatna et al., 2007) was chosen in our study for all Q-
ACSMs instead of taking into account the results delivered
by the RIESO4 calibration performed at the beginning. This
decision was taken considering both the lack of historical de-
termination of RIESO4 for some of the Q-ACSMs used here
and the uncertainties linked to the size-selected aerosols gen-
erated by the DMA, as size distribution of mono-dispersed
(NH4)2SO4 was not checked in the present study. Note that
this choice of a 1.2 RIESO4 value is in good agreement with
the only data reported so far for long-term measurements at
ACTRIS stations and obtained from calibration using am-
monium sulfate generated particles (Petit et al., 2015; Ripoll
et al., 2015; Minguillón et al., 2015). However, other re-
cent studies illustrate the need to use instrument dependent
RIESO4 for Q-ACSM measurements (e.g., Budisulistiorini et
al., 2014), so that the actual RIESO4 value might be signif-
icantly different from 1.2 for some of the Q-ACSMs used
here. The impacts of applying individual RIESO4 values to
calculate SO4 mass concentrations is detailed in the Supple-
ment (see Sect. S2), indicating however a higher dispersion
of SO4 measurements than when using a unique RIESO4 de-
fault value. Future ACSM intercomparison studies should ad-
dress this issue more carefully.
Ambient Q-ACSM data processing
A composition-dependent collection efficiency (CE) correc-
tion was applied to all ACSM/AMS data according to the
procedure described by Middlebrook et al. (2012). Such cor-
rection was motivated by the high ammonium nitrate mass
fraction (ANMF) measured in the aerosol mass composition
during the ambient intercomparison (see Sect. 5.1.1). The
time series of CE is given in the Supplement (see Sect. S3).
The RH in the sampling line was not identified as a key fac-
tor influencing CE because of the use of individual dryers at
the entrance of each ACSM.
A short air beam (AB, the integrated signal atm/z 28, cor-
responding to N+2 ) period set as close as possible to 10−7×A
to which the detector gain is optimized and corresponding to
a stable IE/AB signal was defined as the reference period for
each Q-ACSM to minimize the impact of the constant de-
crease of AB over time and the influence of small AB fluctu-
ations owing predominantly to changes in system sensitivity,
flow/pressure changes.
Due to the use of a lower grade of quadrupole mass spec-
trometer, the RIT of Q-ACSM depends on m/z. Therefore
a correction must be applied to compensate the rapid de-
crease of ion transmission at high m/z. An internal naph-
thalene standard, continuously emitted, is used to correct the
ion transmission by following the signal at m/z 128, which
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Figure 3. Q-ACSMs temporal coverage during the intercomparison
study.
allows the determination of the type of correction to be ap-
plied: exponential, linear, power or quadratic. In this study,
power law and exponential RIT fitting curves were used de-
pending on Q-ACSMs. Sensitivity tests performed showed
that the slopes of mass concentrations obtained between the
two different fitting curves are very close to 1. Based on these
results, the type of RIT correction was not considered to be
a major issue in the calculation of mass concentrations and,
for that reason, was not taken into account in Sect. 5.1.1 for
the Q-ACSM measurement uncertainties.
After data processing, some measurement periods were
excluded from the data analysis due to operational and main-
tenance issues (e.g., critical orifice clogging, Prisma discon-
nection, low AB signal, calibration and voltage tuning pe-
riods, unexplained concentration spikes, unexpected laptop
shutdowns, and sudden modification of Q-ACSM parameters
such as heater temperature jumps above 10 %). The temporal
coverage of the ambient intercomparison, presented in Fig. 3
(from 16 November to 1 December) was 91.2 % on average,
varying from 70.2 % (Q-ACSM no. 13) to 100 % (Q-ACSM
no. 2). A time-base of 30 min (N = 780) was taken for di-
rectly plotting correlations between ACSMs with a mathe-
matical interpolation function. The latter function allows as-
signing concentration values obtained from each Q-ACSM
within a common fixed timeframe, which was needed here
since the original Q-ACSM measurement period is not ex-
actly constant over time. This interpolation function, devel-
oped by ARI, was based on the linear weighting of two sub-
sequent data points by the durations between each of these
points and the corresponding point within the common time-
frame.
3.2 Co-located aerosol instruments
Consistency of Q-ACSM measurements was investigated
here by comparison with additional (co-located) aerosol in-
struments deployed during the intercomparison exercise and
listed in Table 3. More specifically, NR-PM1 from Q-ACSM
were added to equivalent black carbon (EBC) concentrations
from an Aethalometer and compared with PM1 either mea-
sured by a TEOM-FDMS or estimated using particle number
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Table 3. List of additional instruments deployed during the intercomparison study.
Aerosol measurements
Instrument Parameter Time resolution
HR-ToF-AMS NR-PM1 component mass concentrations 5 min
(OM, NO3, SO4, NH4, Cl) and size distribution
PILS-IC PM1 water-soluble NO3, SO4, Cl, MSA, Oxalate 20 min
2 Nephelometers 1-λ Light scattering coefficients of PM1 5 min
Aethalometer 7-λ Equivalent black carbon (EBC) in PM1 1 min
TEOM-FDMS PM1 mass concentration 15 min
SMPS Particle number size distribution 15 min
OPC Particle number size distribution 1 min
OCEC Analyzer OC, EC 2 h
Low-volume sampler Major anions and cations in PM2.5 6 h
size distribution (SMPS) and optical (nephelometer) mea-
surements. Each Q-ACSM chemical component was com-
pared either with on-line (PILS-IC and OCEC Sunset Field
instruments) or off-line (filter sampling) measurements. A
brief description is provided thereafter for each of these in-
struments.
Aethalometer – Equivalent black carbon (EBC) mass con-
centrations in PM1 were measured every 1 min by a 7-
wavelength (370, 470, 520, 590, 660, 880, and 950 nm)
Aethalometer (Magee Scientific, AE-33 Model) at a flow
rate of 5 L min−1. Based on the Dual-spot Technology® (Dri-
novec et al., 2014), the AE33 presents a new real-time load-
ing effect compensation algorithm based on a dual-spot mea-
surement of optical absorption leading to accurate EBC mass
concentration.
Nephelometer – Two integrating single-wavelength (525
and 450 nm) nephelometers (Ecotech, Model M9003) were
running in parallel to measure continuously (5 min time res-
olution) the dry light scattering coefficient (σsp) of PM1. The
RH was kept below 40 % inside the two nephelometers with
a Nafion dryer (Permapure). Both instruments were checked
at the WCCAP intercomparison in March 2013.
SMPS – The particle number size distribution (from 10.25
to 1094 nm in 89 channels) was determined by a Scanning
Mobility Particle Sizer (SMPS, Grimm, Model 5.416) mea-
suring every 15 min. The SMPS was equipped with a Nafion
dryer (Thermo Scientific) and a TSP (total suspended partic-
ulates) inlet.
PILS-IC – A Particle-into-Liquid Sampler (PILS; Orsini
et al., 2003) was coupled with an Ion Chromatograph (IC,
Dionex, Model ICS-1100) for the determination of the ma-
jor water-soluble PM1 inorganic anions. More details on the
settings of this PILS-IC instrument are available in Sciare
et al. (2011). Five selected major anions (NO−3 , SO2−4 , Cl−,
Methanesulfonate, Oxalate) were analyzed every 20 min.
Calibrations were performed for concentrations ranging from
2 to 1400 ppb, using NIST Standard Reference Material for
nitrate, sulfate and chloride (SRM no. 723d, 682, and 999b
respectively).
OCEC Sunset Field instrument – A semi-continuous
OCEC Sunset Field analyzer (Sunset Laboratory Inc., USA)
was used to measure thermo-optically the concentrations of
organic carbon (OC) and elemental carbon (EC) in PM2.5
every 2 h, using the NIOSH (National Institute for Occupa-
tional Safety and Health) thermal protocol (Bae et al., 2004).
A volatile organic compound (VOC) denuder (Sunset Labo-
ratory Inc., USA) was installed upstream the analyzer.
TEOM-FDMS – Submicron particle mass concentrations
(PM1) were continuously measured (every 15 min) by a Ta-
pered Element Oscillating Microbalance (TEOM, Rupprecht
and Pataschnik, Model 1400) operating at a temperature of
30 ◦C and equipped with a Filter Dynamic Measurement Sys-
tem (FDMS, Model 8500) keeping the sample RH below
25 %, as described by Grover et al. (2005).
HR-ToF-AMS – The measurement principle of this
aerosol mass spectrometer is available in DeCarlo et
al. (2006), and a complete description of its operation and
calibration during the present intercomparison exercise is
given by Fröhlich et al. (2015). Particles were sampled
through an individual PM2.5 cut-off inlet, and AMS mass
concentrations were determined every 5 min.
ToF-ACSM – The measurement principle of this recently
developed ACSM is available in Fröhlich et al. (2013), and
a complete description of its operation and calibration dur-
ing the present intercomparison exercise is given by Fröhlich
et al. (2015). Particles were sampled through a cut-off inlet
shared with three Q-ACSMs (see Sect. 2.2), and ToF-ACSM
mass concentrations were determined every 10 min.
Low-volume sampler – 6 h PM2.5 samples were collected
on 47 mm diameter Teflon filters (Millipore® FALP04700
Fluoropore™ PTFE Membrane Filter, Hydrophobic Plain
White, 1 µm, Merck) using a low-volume sampler (Partisol
Plus, Thermo Environment) at a flow rate of 16.7 L min−1,
and water-soluble inorganic ion analysis were conducted as
detailed in Sciare et al. (2008).
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4 Statistical analysis: definition of the Z score value
and uncertainty calculations
The reproducibility of Q-ACSM measurements (NR-PM1,
OM, NO3, SO4, and NH4) was addressed here using relative
deviation to the mean (RDM) and Z score analysis following
appropriate standards defined by the International Standard
Organization (ISO).
In the following, scatter plots correlations are character-
ized using the determination coefficient (r2).
The RDM corresponds to the effective difference from the
mean value of two measurements. In the present case, it was
chosen to compare data obtained from a given instrument (re-
ferred as i) to data corresponding to the median values of the
13 Q-ACSM measurements (referred as m):
RDM(m,i)= (Xm−Xi)
Xm
, (1)
where Xm corresponds to the median value of the 13 Q-
ACSM measurements, and Xi represents the value of a given
instrument (Q-ACSMi).
The Z score statistical approach evaluates whether the de-
viations of Q-ACSMs from a reference value fall within a
given criterion in order to highlight any bias or influencing
factor on the Q-ACSM measurements. The Z score indicator
represents a performance criteria provided to each Q-ACSM
and yields the relative deviation among Q-ACSMs with re-
spect to a reference or assigned value (here the robust aver-
age of Q-ACSM median results). The present choice of the
robust average for the reference is motivated here by the lack
of a reference method for online measurements of OM, NO3,
SO4 and NH4 in submicron aerosols. The Z score values re-
ported here are those calculated from the measured data (not
the interpolated ones).
More precisely, the Z score performance test was
conducted for each Q-ACSM species according to ISO
13528 (2005):
Zi = xi−X
∗
σp
, (2)
where xi is the average concentration of the considered
species retrieved from the Q-ACSMi, X∗, and σp correspond
to the assigned average (robust average) and the standard de-
viation of all Q-ACSM values used for proficiency testing
(calculated using a robust analysis iterative algorithm and
given in supporting material), respectively.
Each Q-ACSM performance was then assessed as a func-
tion of the calculated Z score values as follows (and adapted
from Thompson et al., 2006):
1. absolute Z score values (|Z|) greater than 3 are consid-
ered to be unsatisfactory values;
2. 2< |Z| ≤ 3 are considered to be questionable values
causing a warning signal;
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Figure 4. Averaged NR-PM1 chemical composition and mass con-
centrations of Q-ACSM major component (OM, nitrate, sulfate, am-
monium) measured by the 13 Q-ACSMs. Chloride mass loadings
are not presented here due to the low atmospheric concentrations.
Dark lines and color areas correspond to the median of Q-ACSMs
and the min–max range, respectively.
3. 1< |Z| ≤ 2 are coherent and correspond to an accept-
able performance;
4. |Z| ≤ 1 are optimal and correspond to an excellent per-
formance.
The values calculated and used for this statistical analysis
are given in Table S4 in the Supplement.
Finally, Q-ACSM mass concentration uncertainties, ex-
pressed in percent, were estimated according to the ISO
13528 (2005):
U = k× Sr, (3)
where U is the expanded uncertainty, k is the coverage fac-
tor (chosen here as equal to 2), and Sr is the reproducibility
standard deviation as defined by ISO 5725-5 (1998).
Note that, within the calculations performed in the present
study, σp is directly obtained from Q-ACSM measurements
(rather than from a “reference measurement”). Subsequently,
U only refers here to the reproducibility expanded uncer-
tainty, which is obviously lower than the overall expanded
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uncertainty. The latter one could not be estimated here be-
cause of the lack of standard methods for online measure-
ment of NR-PM1 components.
5 Results and discussion
Both the reproducibility of Q-ACSM measurements (NR-
PM1, OM, NO3, SO4, Cl, NH4) and their consistency with
results obtained from other co-located instruments are pre-
sented and discussed in this section. The reproducibility was
estimated using standard deviation andZ score analyses. The
results reflect how comparable the data obtained from dif-
ferent Q-ACSMs are, even if they are far from the actual
value. The consistency of Q-ACSM measurements was then
addressed by comparing robust median Q-ACSM concentra-
tions to other independent co-located aerosol measurements.
5.1 Reproducibility of Q-ACSM measurements
5.1.1 Reproducibility of Q-ACSM mass concentration
results
For each Q-ACSM, the average relative contributions of dif-
ferent species to total NR-PM1 are reported in Fig. 4a. The
temporal variability of the median mass concentrations and
ranges (minimum, maximum) of NR-PM1, OM, NO3, SO4,
NH4, and Cl measured by the 13 Q-ACSMs are shown in
Fig. 4b. The chemical mass composition found here is very
similar to the one reported in Crippa et al. (2013b) and Pe-
tit et al. (2014) during wintertime at the same sampling site
(SIRTA).
NR-PM1 is dominated by the organic fraction ranging
from 34 to 43 % (average of 39 %) followed by nitrate rang-
ing from 29 to 40 % (average of 34 %), sulfate ranging from
6.8 to 19 % (average of 13 %) and ammonium ranging from
6.1 to 19 % (average of 14 %). Finally, chloride contribu-
tion to the total NR-PM1 mass concentration was very low
(1.0± 0.6 %).
Linear correlation plots for NR-PM1, OM, SO4, NO3,
NH4, and Cl mass concentrations are shown in Fig. 5 for each
Q-ACSM when compared to the median values (30 min time
resolution, N = 780). Except for chloride, correlations are
very good for each instrument, with r2 systematically higher
than 0.89. Nevertheless, some slope discrepancies could be
observed. In particular, Q-ACSMs no. 7 and 2 showed the
highest relative deviations to the median (RDM) for the mea-
surements of NR-PM1 (slopes of 0.71 and 1.19, respectively)
and OM (slopes of 0.70–1.37, respectively). Ten Q-ACSMs
showed RDM values lower than 20 % for both NR-PM1 and
OM. For NO3, the slopes varied from 0.84 (Q-ACSM no. 4)
to 1.43 (Q-ACSM no. 2), while for SO4 they varied from
0.62 (Q-ACSM no. 10) to 1.47 (Q-ACSM no. 5). The highest
RDM was observed for NH4 and Cl measurements. Slopes
for NH4 ranged from 0.54 (Q-ACSM no. 2) to 1.88 (Q-
ACSM no. 9), while slopes for Cl ranged from 0.70 to 1.37,
excluding Q-ACSMs no. 2, 10, and 13 for which observed
correlations were too weak. Chloride discrepancies might be
due to the very low concentrations during the sampling pe-
riod, close to the Q-ACSM detection limits as it was observed
by Budisulistiorini et al. (2014) and Fröhlich et al. (2013).
The vaporization behavior might also be less ideal for chlo-
rides, which are more likely to depend on the specific condi-
tions around the heater/ion source.
Interestingly, higher RDMs were observed for each in-
dividual chemical component than for the NR-PM1 RDM,
suggesting compensating errors and pointing out the need to
perform comparisons at chemical levels. Our results agree
however with the only Q-ACSM intercomparison study re-
ported in the literature and carried out by Budisulistiorini et
al. (2014), for which a deviation of 9 % was observed for
NR-PM1 measurements from two instruments, while higher
differences were found for OM, SO4, NH4, and Cl (14, 27,
21, and 40 %, respectively), except for NO3 for which a dif-
ference of 2 % was observed.
The very good correlation coefficients (r2) observed here
are primarily related to the use of a unique fragmentation ta-
ble. They also reflect the ability of the different instruments
to properly focus the particle beam onto the vaporization re-
gion. The reasons behind the discrepancies observed in RDM
for each individual chemical component could be multiple
and remain partly unclear here. No links could be made be-
tween Q-ACSM discrepancies and their location in the lab-
oratory, highlighting the similar sampling conditions. Fur-
thermore, unsatisfactory RFNO3 determination for some in-
struments would theoretically lead to comparable biases for
NO3 and OM RDM, which is not clearly observable here.
However, it is to note that the biases between Q-ACSM SO4
measurements could be partly due to the use of a constant
RIESO4 of 1.2.
As shown in Fig. 6, the Z score values for NR-PM1 mass
concentration assigned to the Q-ACSM no. 7 and 10 indicate
an unsatisfactory performance (|Z|> 3) with |Z| of 3.4 and
3.1, respectively. The Q-ACSM no. 4 falls in the “warning
area” (2< |Z| ≤ 3) with a |Z| value of 2.8. These three Q-
ACSMs show systematically negative Z score values for all
the individual chemical components, leading to a large nega-
tive Z score value for NR-PM1. Using this Z score approach
could then allow illustrating possible IENO3 miscalibrations
for these 3 Q-ACSMs. Another explanation may be that these
three instruments sampled a smaller size fraction than the
other Q-ACSMs due to a slight difference in the transmis-
sion of the aerodynamic lens leading to an underestimation
of aerosol chemical mass concentrations. The remaining 10
Q-ACSMs are coherent and correspond to an acceptable or
excellent performance for NR-PM1. Focusing now on indi-
vidual chemical components, two Q-ACSMs (no. 2 and 9)
were identified within the warning area for NO3 and NH4
with values of 2.4 and 2.6. For ammonium, interferences
with air and water fragments (HO+ and O+ at m/z 17 and
16) could partly explain these results (Ng et al., 2011b). The
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Figure 5. Scatter plots of (a) NR-PM1, (b) OM, (c) nitrate, (d) sulfate, (e) ammonium, and (f) chloride mass concentrations in µg m−3
measured by each Q-ACSM vs. the median of all the 13 Q-ACSMs. Dotted line is the 1 : 1 line. Full lines represent the orthogonal distance
regression fits with zero intercept.
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Figure 7. Reproducibility expanded uncertainties of the Q-ACSM
non-refractory submicron particulate matter (NR-PM1) mass con-
centrations and its major component (organic matter, OM; nitrate,
NO3; sulfate, SO4; and ammonium, NH4). Chloride-measurement
expanded uncertainty is not presented here due to the low atmo-
spheric concentrations.
Z score analysis for all the other components (OM, SO4 and
Cl) showed satisfactory results with |Z| values below 2 high-
lighting a rather low dispersion of the measured data.
Figure 7 presents the results obtained from reproducibility
expanded uncertainty calculations. The lowest reproducibil-
ity expanded uncertainty was found for NR-PM1 (9 %), fol-
lowed by NO3 (15 %) and OM (19 %). SO4 and NH4 present
reproducibility expanded uncertainties higher by a factor of
2 compared to NO3 and OM with values of 28 and 36 %,
respectively. These results might be due to the uncertainty
linked to the determination of RIESO4 (taken here as con-
stant). Our results are in agreement with a recent study per-
formed by Budisulistiorini et al. (2014), where an Q-ACSM
accuracy around 30 % was estimated using a composition-
dependent CE parameterization (Middlebrook et al., 2012).
5.1.2 Reproducibility of Q-ACSM fragmentation
patterns
As performed for Q-ACSM mass concentration data, statis-
tical analyses were performed for the most important inor-
ganic and organic fragments (m/z). Results of the latter tests
are presented in Sect. S5 in the Supplement. Regarding the
Z score analysis results, only 1 Q-ACSM (no. 1) showed un-
satisfactory performances, with a significant positive system-
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Figure 8. Statistical Z score results for major Q-ACSM fragments
(fm/z) associated to (a) inorganics (f16 and f17 for ammonium,
f30 and f46 for nitrate, and f48, f64, f80, f81, and f98 for sulfate)
and (b) organic matter (f29, f41,f43, f44, f55, f57, f60, and f73).
atic error with outliers for NO3 signal at m/z 46, for all the
SO4 signals as well as for some of the major organic frag-
ments. An explanation for this behavior could be due to a
small leak in the quadrupole region identified after the in-
tercomparison exercise, which also explains the unstable and
higher AB signal of this Q-ACSM no. 1, with an averaged
value 35 % higher than the target value of 10−7×A for this
Q-ACSM. All the other Q-ACSMs showed satisfactory re-
sults, with absolute Z score values (|Z|) below 2 for most
of them (except Q-ACSM no. 9 and 12, showing values be-
tween 2 and 3 for some m/z), denoting a coherent and good
performance for most of the Q-ACSMs.
Statistical analyses were then applied to the relative con-
tribution of major individual m/z to the total mass (f val-
ues) for the most important inorganic and organic fragments
(Fig. 8). Three Q-ACSMs (no. 1, 2, and 4) were clearly iden-
tified above the warning area for NH4 with |Z| values of
4.3, 10.7 and 4.9, respectively showing opposite patterns of
Z score values for f16 and f17. High |Z| values might be due
to large interferences of NH4 fragments with water, which in-
creases the measurement uncertainties. The Z score analysis
for all the other fm/z (OM, SO4, and NO3) showed satisfac-
tory results with |Z| values below or close to 2 in agreement
with the Z score analysis on the individual chemical compo-
nents.
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Table 4. Overview of the scatter plot results of the major organic and inorganic fm/z (defined as the ratio of organic m/z to the total organic
mass signals) measured by each Q-ACSM vs. the median of all the Q-ACSMs during the intercomparison study. Results summarized here
present the slopes from the orthogonal distance regression fit with zero intercept. Slopes ≤ 10 % of the 1 : 1 line in bold; > 20 % in italic.
Organic fragments Inorganic fragments
ACSM # f29 f41 f43 f44 f55 f57 f60 f73 f16 f17 f30 f46 f48 f64 f80 f81 f98
1 1.07 1.06 1.02 0.59 1.04 1.02 0.97 0.97 0.81 1.19 0.84 1.62 1.12 0.84 1.25 1.04 1.16
2 1.02 1.18 1.18 0.69 1.21 1.27 1.17 1.14 1.43 0.60 0.95 1.19 1.06 0.85 1.39 1.17 1.12
3 1.02 1.07 1.12 0.83 1.11 1.15 1.08 1.12 0.98 1.01 0.90 1.37 1.04 0.96 1.00 1.12 0.99
4 0.93 1.04 1.07 0.87 1.12 1.26 1.17 1.23 0.86 1.26 0.94 1.24 0.92 1.00 1.28 1.49 1.44
5 0.94 1.03 0.99 0.86 1.09 1.04 0.86 0.86 1.00 1.01 0.88 1.47 1.01 0.98 1.11 0.66 0.75
6 1.07 1.17 1.22 0.90 1.14 1.12 1.08 1.22 0.98 1.02 0.94 1.22 1.10 0.96 0.83 0.69 0.58
7 1.10 1.00 0.95 0.99 0.94 0.93 0.99 0.99 0.98 1.02 1.01 0.94 1.03 1.02 0.82 0.96 0.98
8 1.03 0.98 1.04 1.10 0.91 0.96 0.98 0.88 0.96 1.03 1.04 0.85 1.07 0.96 0.90 1.12 1.05
9 1.04 0.95 0.95 1.19 0.92 0.89 0.93 0.88 0.99 1.01 1.05 0.82 0.94 1.09 0.86 0.93 0.89
10 1.01 0.96 0.94 1.20 0.95 0.96 0.99 0.93 0.98 1.03 1.04 0.84 0.96 1.05 0.99 1.11 0.96
11 0.85 0.91 0.87 1.15 0.89 0.84 0.83 0.80 0.98 1.02 1.03 0.90 0.97 1.06 0.90 0.83 0.90
12 0.90 0.93 0.90 1.18 0.96 0.94 0.97 0.98 1.02 0.99 1.03 0.86 0.93 1.08 0.96 0.88 0.88
13 0.86 0.85 0.88 1.16 0.88 0.90 0.97 1.01 1.04 0.97 1.03 0.87 0.85 1.09 1.14 1.27 1.34
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Figure 9.
Deviation of fm/z values from RDM are presented in Ta-
ble 4 and discussed in the following. Q-ACSM NO3 mass
concentrations are derived from the measured m/z 30 and
m/z 46 ion signals. As shown in Fig. 9a, there is a clear
opposite tendency of f30 and f46 values leading to positive
RDM for f46 when negative f30 is observed, and vice versa
(Table 4). This pattern reflects that when one goes up, the
other go down to keep the total NO3 signal the same. This
feature is strikingly consistent with the distribution of f44
(Fig. 9b). Negative RDM in f44 (positive RDM in f44) being
concomitant with negative RDM for f30 (positive RDM for
f46). In other words, Q-ACSM fragmentation issues for OA
also affects the fragmentation pattern of inorganic species
with the same extent (e.g., the higher f44 RDM being con-
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Figure 9. Relative deviation to the median (RDM) of Q-ACSM con-
centrations and box plots of fm/z values for (a) NO3 (f30 and f46),
(b) OM (f43 and f44), (c) NH4 (f16 and f17), (d) SO4 (f48 and
f64). The median, the 25th and 75th percentiles are represented by
the middle, lower and upper vertical bars, respectively. The 10th and
the 90th percentiles are the bottom and top limits of the horizontal
bars, respectively.
comitant with the higher f30 RDM). Based on a similar con-
tribution to the total NH4 signal, the f16 and f17 RDMs can-
cel each other out (Fig. 9c), like for the Q-ACSM no. 2 which
presents the highest values (43 and 40 %, respectively). No
trends in the fragmentation pattern are observed for f16 and
f17 (as observed for f44 or f30, for instance). For sulfate, f48
and f64 contributed both around 45 % to the total SO4 sig-
nal (Fig. 9d). Most of the time they compensate each other
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Figure 10. Averaged values of (a) f44 vs f43 and (b) H /C vs O /C determined for the 13 Q-ACSMs. The error bars correspond to 1 standard
deviation (±1σ ). The oxidation state (OSC) was calculated as OSC ≈ 2O /C–H /C according to Kroll et al. (2011).
(RDM opposite in sign) and show a slight trend with posi-
tive f48 (negative f64) for negative f44 RDM (i.e., the first
Q-ACSMs) and negative f48 (positive f64) for positive f44
RDM (i.e., the last Q-ACSMs). Interestingly, RDM high de-
viations are amplified since ion signals are often small like
for the SO4 fragments where f48 and f64, which contribute
strongly to the total SO4 signal show lower RDMs than f80,
f81, and f98 (Table 4). Part of the discrepancies might be due
to interferences between SO4 and OA fragments for a same
nominal mass. For example, Budisulistiorini et al. (2014) re-
ported that the m/z 30 ion measured by the Q-ACSM is
likely to be influenced by small contributions of fragments
other than nitrates, such as oxygenated organics (CH2O+)
and/or organic-nitrate compounds (CH4N+). Oxygenated or-
ganics (CH4O+2 ) and hydrogenated organics (C5H+4 ) could
also induce bias by contributing to SO4 signal at m/z 48 and
64, respectively.
Such a detailed investigation of the relative ion intensi-
ties of Q-ACSM fragments are of prime interest since fm/z
values can provide crucial information about the presence of
specific organic aerosol (OA) factors such as hydrocarbon-
like OA (i.e., f55, f57), oxygenated-like OA (f29, f41, f43,
f44) or biomass-burning OA (f60, and f73), and are used for
OA source apportionment analysis (Ng et al., 2010, 2011b).
Moreover, these fragments are used for empirically estimat-
ing elemental ratios (O /C, H /C; Ng et al., 2011b) and the
OA oxidation state (OSC; Kroll et al., 2011), both of which
are derived from AMS calibrations. The relative deviation to
the median (RDM) for the following fragments, f29, f41, f43,
f44, f55, f57, f60, and f73 are reported in Table 4. The high
variability in f44 can have important implications for the cal-
culation of O /C and OSC, as illustrated in Fig. 10. For ex-
ample, the O /C and OSC values obtained from f44 using
previously published parameterizations (Aiken et al., 2008)
are highly variable for this data set, which shows O /C ra-
tios ranging from 0.43 to 0.77 and OSC ranging from −0.47
to 0.26. The O /C parameterization from Aiken et al. (2008)
and the triangle plot from Ng et al. (2011b) should then be
used and interpreted with caution for Q-ACSMs. This vari-
ability appears to be independent of the organic mass con-
centrations and could be due to instrument-dependent differ-
ences in the vaporization conditions. Work is in progress to
understand this variability. While the f44 from these mea-
surements is highly variable, it is interesting to note that the
relative ratio of other organic ions is less variable (see Ta-
ble 4). The implications for source apportionment are inves-
tigated and discussed in a companion paper (Fröhlich et al.,
2015).
5.2 Consistency of Q-ACSM measurements with
co-located instruments
The consistency of Q-ACSM results was checked using
a large number of co-located instruments introduced in
Sect. 3.2. As mentioned in Sect. 3.1.3, all the data were aver-
aged with a 30 min time resolution (N = 780) for PM1 inter-
comparison, with a 3 h time resolution for on-line chemical
constituent intercomparison and with a 6 h time resolution
for off-line (filter sampling) chemical constituent intercom-
parison. These different temporal resolutions were selected
in order to harmonize the different time resolutions of the
instruments while maintaining enough mass concentration
variability for correlation plots.
5.2.1 Total mass concentrations (PM1)
The accuracy of Q-ACSM concentrations was first evaluated
from the reconstruction of PM1 mass throughout the correla-
tion plots with independent PM1 measurements obtained di-
rectly (TEOM-FDMS) or indirectly (using specific hypothe-
ses) from number size distribution (SMPS) or from the re-
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Table 5. Correlations with non-zero intercept fits (and zero intercept fits into brackets) of PM1 mass concentrations between Q-ACSM median
and co-located instruments (TEOM-FDMS, Nephelometer, SMPS, HR-ToF-AMS, and ToF-ACSM). Data are 30 min averaged (N = 780).
Concentrations (µg m−3) Q-ACSMa vs instruments
Instruments Mean± 1σ Slope Intercept r2
TEOM-FDMS 16.4± 10.0 0.941 (1.01) 1.57 0.78 (0.78)
Nephelometerb 12.5± 9.08 1.05 (1.25) 3.87 0.80 (0.76)
SMPSc 10.3± 5.50 1.32 (1.31) −0.13 0.84 (0.84)
HR-ToF-AMSa 14.2± 9.49 0.988 (1.13) 2.97 0.78 (0.76)
ToF-ACSMa 17.3± 11.0 0.910 (0.964) 1.31 0.88 (0.88)
a PM1 mass was determined from the sum of all non-refractory components (OM, NO3, SO4, NH4, and Cl) and
EBC mass concentrations. b A mass scattering efficiency of 2.5 m2 g−1 was used to reconstruct PM1 mass (Titos et
al., 2012). c PM1 mass was calculated using an averaged aerosol density of 1.6 based on the NR-PM1 mass
composition measured by HR-ToF-AMS.
construction of the light scattering coefficient (σsp)measured
in PM1 (nephelometer). On one hand, PMchem concentra-
tions were calculated as the sum of NR-PM1 and EBC mass
concentrations (PMchem = sulfate+ nitrate+ ammonium+
chloride+OM+EBC), using Aethalometer data for EBC
and HR-ToF-AMS, ToF-ACSM or the median of the 13 Q-
ACSMs measurements for the other compounds. PMchem
quasi-exhaustively accounts for PM2.5 in the region of Paris
(Bressi et al., 2013; Crippa et al., 2013b; Freutel et al., 2013b;
Petit et al., 2015). On the other hand, in addition to di-
rect measurements of PM1 by TEOM-FDMS, the submicron
mass was derived from SMPS data. Aerosol volume distribu-
tion from SMPS was integrated and converted into mass con-
centration using a constant density of 1.60 obtained from the
mean chemical composition of NR-PM1 and assuming spher-
ical particles with immiscible components of different mate-
rial densities (1.27, 1.40, 1.72, 1.75, and 1.78 g cm−3 for OM,
Cl, NO3, NH4, and SO4, respectively; Duplissy et al., 2011).
This average value of 1.60 agrees well with the averaged
value of 1.58 calculated by comparing SMPS and HR-ToF-
AMS volume/mass distributions. Furthermore, as presented
in the Supplement (Sect. S6), the use of a time-dependent
density (instead of a constant one) does not significantly im-
prove the comparison between SMPS and median Q-ACSM
values. Finally, PM1 mass was also estimated from light scat-
tering coefficient measurements using a mass scattering co-
efficient of 2.5 m2 g−1, which is an average of values com-
monly reported in the literature for mass scattering of fine
aerosols (Chow et al., 2002; Hand and Malm, 2007; Titos et
al., 2012).
Results of the PM1 intercomparison are provided in Ta-
ble 5 in terms of slopes and intercepts (forced and not
forced through zero) between the median of Q-ACSM and
TEOM-FDMS, Nephelometer, SMPS, HR-ToF-AMS and
ToF-ACSM. All the scatter plots of PM1 measurements
are available in the Supplement (see Sect. S6). The me-
dian Q-ACSM and TEOM-FDMS PM1 averaged concentra-
tions are very similar (16.9 and 16.4 µg m−3, respectively).
They correlate well (r2 = 0.78) with a slope of 0.94 and
an intercept of 1.57 µg m−3. A standard deviation (1σ ) of
2.46 µg m−3 (14 %) was calculated between chemically re-
constructed PM1 from Q-ACSM and TEOM-FDMS. These
results are consistent with a 2-year study performed at SIRTA
by Petit et al. (2015), for which a slope of 1.06 (r2 = 0.85)
was found between daily averaged TEOM-FDMS PM1 and
Q-ACSM combined with Aethalometer measurements. Sun
et al. (2012) reported a lower correlation between those in-
struments (r2 = 0.68; slope= 0.64) that might be explained
by the use of a PM2.5 size cut-off mounted upstream the
TEOM-FDMS and an important PM1−2.5 fraction in Bei-
jing not measured by the Q-ACSM. The best correlation
with PM1 from Q-ACSM was found to be with the ToF-
ACSM data (r2 = 0.88; slope= 0.91). The comparison with
the HR-ToF-AMS showed a slope close to one but corre-
lated slightly less well (r2 = 0.78; slope= 0.99). When the
intercept is forced through zero, the agreement is better be-
tween Q-ACSM and ToF-ACSM with a slope closer to one
(r2 = 0.88, slope= 0.96), but lower between Q-ACSM and
HR-ToF-AMS (r2 = 0.76, slope= 1.13). The indirect com-
parison with optically derived PM1 from light scattering
coefficient yielded to rather satisfactory results (r2 = 0.80,
slope of 1.05 with an intercept of 3.87 µg m−3; r2 = 0.76,
slope of 1.25 with an intercept forced to zero) and a stan-
dard deviation of 2.73 µg m−3 (17 %). A good agreement was
also observed between nephelometer and median Q-ACSM
measurements when reconstructing the light scattering coef-
ficients from online aerosol chemistry data, as detailed in the
Supplement (Sect. S6). Finally, comparison with SMPS data
appears to be less satisfactory with a slope of 1.32 and a mean
standard deviation of 2.44 µg m−3 (18 %), although the deter-
mination coefficient (r2) still remains very good (0.84). This
result remains unclear for us and does not improve when a
temporal dependence of the density is applied to the SMPS
data. It might be hypothesized that the Q-ACSMs used here
(or at least some of them) exhibit a lens cut-off slightly above
1 µm, but this assumption still needs to be checked (e.g.,
within future intercomparisons).
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a: IENO3 calibration dependent, RIENH4 measured, constant RIESO4 of 1.2 and time-dependent collection 
efficiency (CE) described by Middlebrook et al. (2012) were used to calculate mass concentrations; b: PM2.5 
measurements. 
16
12
8
4
0
1612840
y = 0.931x + 0.555
r
2
 = 0.88
16
12
8
4
0
1612840
y = 1.14x + 0.587
r
2
 = 0.90
16
12
8
4
0
1612840
y = 1.17x + 1.32
r
2
 = 0.74
16
12
8
4
0
1612840
y = 1.39x + 0.684
r
2
 = 0.95
ACSMa
16
12
8
4
0
1612840
y = 0.812x - 0.543
r
2
 = 0.92
16
12
8
4
0
1612840
y = 0.804x - 0.120
r
2
 = 0.92
16
12
8
4
0
1612840
y = 0.959x - 0.144
r
2
 = 0.78
PILS-IC
16
12
8
4
0
1612840
y = 0.590x + 0.489
r
2
 = 0.67
16
12
8
4
1612840
y = 0.752x + 0.334
r
2
 = 0.75
Filtersb
16
12
8
4
0
1612840
y = 0.772x + 0.202
r
2
 = 0.87
HR-ToF-AMSa
ToF-ACSMa
(a)
NO3
5
4
3
2
1
0
543210
y = 0.768x + 0.006
r
2
 = 0.86
5
4
3
2
1
0
543210
y = 0.954x - 0.026
r
2
 = 0.93
5
4
3
2
1
0
543210
y = 0.646x + 0.314
r
2
 = 0.63
5
4
3
2
1
0
543210
y = 1.15x + 0.198
r
2
 = 0.96
ACSMa
5
4
3
2
1
0
543210
y = 0.710x - 0.188
r
2
 = 0.87
5
4
3
2
1
0
543210
y = 0.803x - 0.151
r
2
 = 0.92
5
4
3
2
1
0
543210
y = 0.648x - 0.008
r
2
 = 0.67
PILS-IC
5
4
3
2
1
0
543210
y = 0.833x + 0.138
r
2
 = 0.65
5
4
3
2
1
0
543210
y = 1.00x + 0.131
r
2
 = 0.67
Filtersb
5
4
3
2
1
0
543210
y = 0.799x + 0.046
r
2
 = 0.91
HR-ToF-AMSa
ToF-ACSMa
(b)
SO4
Figure 11.
As a conclusion, the rather good agreement observed be-
tween all the instruments providing (in)direct PM1 measure-
ments shows a good consistency of Q-ACSM measurements
with external data sets, reinforcing the confidence in the for-
mer data set. However, compensating errors may occur and
lead to apparent good accuracy when focusing only on NR-
PM1 Q-ACSM data. For that reason, intercomparison was
also performed with each individual chemical constituent
and is presented below.
5.2.2 Q-ACSM chemical components
Comparisons between Q-ACSM measurements and other on-
line (PILS-IC and OCEC Sunset Field instr.) and off-line
(filter sampling) techniques were also performed directly for
non-refractory three inorganic components (i.e., NO3, SO4,
NH4; Fig. 11) and indirectly for organics using organic car-
bon measurements (Fig. 12).
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Figure 11. Scatter plots of (a) NO3, (b) SO4, and (c) NH4 mass concentrations in µg m−3 measured by Q-ACSM and co-located instruments
(N = 97). Filter and PILS-IC measurements have not been conducted for ammonium. Data were 6 h averaged to match filter sampling time for
direct intercomparison or 3 h averaged when filter analyses were not performed. Black solid and dotted lines represent the orthogonal distance
regression fits with non-zero intercept and the 1 : 1 lines, respectively. a IENO3 calibration dependent, RIENH4 measured, constant RIESO4
of 1.2 and time-dependent collection efficiency (CE) described by Middlebrook et al. (2012) were used to calculate mass concentrations; b
PM2.5 measurements.
Sulfate
The accuracy of sulfate measurements using aerosol mass
spectrometers is a subject of current investigation within the
scientific community. While rather large discrepancies have
been reported in previous studies when comparing Q-ACSM
(Ng et al., 2011a; Budisulistiorini et al., 2014) and AMS
measurements (Takegawa et al., 2005) to other methodolo-
gies, satisfactory agreements have been obtained between Q-
ACSM and filter-based measurements at other places (e.g.,
Ripoll et al., 2015; Minguillon et al., 2015). It is interest-
ing to note here that the SO4 concentrations obtained with
PILS-IC are strongly correlated with Q-ACSM median, HR-
ToF-AMS, and ToF-ACSM data (r2 = 0.96, 0.92, and 0.87;
slope= 1.15, 0.95, and 0.77, respectively) and to a lesser ex-
tent with filter measurements (r2 = 0.63; slope= 0.65). A
standard averaged deviation (1σ) of 0.23 µg m−3 (23 %) was
calculated between SO4 in chemically reconstructed PM1
from Q-ACSM and PILS-IC. These values are close to those
given by Fröhlich et al. (2013), Ng et al. (2011a) and Petit et
al. (2015).
Sulfate aerosols in the region of Paris typically originate
from long-range transport (Sciare et al., 2010; Freutel et al.,
2013b; Bressi et al., 2014; Petit et al., 2015) and show a large
mode that can extend well above 1 µm in diameter (Plaza et
al., 2011). This pattern may also contribute to the overestima-
tion of sulfate in PM2.5 filter sampling compared to on-line
PM1 techniques. Last but not least, differences may also be
attributed to the uncertainties linked to the choice of a unique
default RIESO4 and the propagation of subsequent errors into
the median Q-ACSM sulfate measurements.
Nitrate
Similarly, the accuracy of NO3 measurements was also
checked by comparing results obtained from the PILS-IC,
Q-ACSM, HR-ToF-AMS, ToF-ACSM, and filter sampling.
Comparison between the different mass spectrometer tech-
niques leads to very satisfactory results with determination
coefficients ranging from 0.88 to 0.90 and slopes ranging
from 0.93 to 1.14 (intercepts below 1 µg m−3). This is sup-
ported by the results obtained by Ng et al. (2011a) who re-
ported a slope close to one (1.01; r2 = 0.88) between both
Q-ACSM and HR-ToF-AMS instruments. Furthermore, our
results are in excellent agreement with a previous compar-
ison study between ToF-ACSM vs. Q-ACSM (r2 = 0.94;
slope= 0.95; Fröhlich et al., 2013).
Comparison between PILS-IC and the filter technique also
leads to very satisfactory results (slope of 0.96; r2 = 0.78).
However, discrepancies between Q-ACSM and filter sam-
pling (y = 1.17x+ 1.32; r2 = 0.74) as well as between Q-
ACSM and PILS-IC (y = 1.39x+ 0.68) were significant.
By contrast, a very satisfactory correlation coefficient (r2 =
0.95) was obtained for the two latter devices. These results
are not yet well understood, but could partly be due to uncer-
tainties linked to calibration of the PILS-IC as well as to neg-
www.atmos-meas-tech.net/8/5063/2015/ Atmos. Meas. Tech., 8, 5063–5087, 2015
5082 V. Crenn et al.: ACTRIS ACSM intercomparison – Part 1
20
15
10
5
0
P
M
2.5  S
unset O
C
 (µgC
 m
-3)
35
30
25
20
15
10
5
0
P
M
1 
A
C
S
M
 O
M
 (µ
g 
m
-3
)
17/11/2013 21/11/2013 25/11/2013 29/11/2013
25
20
15
10
5
0
P
M
1 
A
C
S
M
 O
M
 (µ
g 
m
-3
)
151050
PM2.5 Sunset OC (µgC m
-3
)
OM-to-OC ratio = 1.71
r
2
 = 0.93
 Median of Q-ACSMs 
 Sunset analyzer
Figure 12. Time series of Q-ACSM OM (median of the 13 Q-ACSMs in light green lines) and Sunset OC mass concentrations (dark green
dotted lines) in µg m−3 and corresponding correlation plots. Data are 6 h averaged to match filter sampling time.
ative artifacts inherent to filter-based measurement of semi-
volatile species such as ammonium nitrate. As hypothesized
previously, lens transmission efficiencies of the Q-ACSMs
(and ToF-ACSM) were not investigated in this study and
could eventually contribute to these discrepancies.
Ammonium
Ammonium measurements were not performed by PILS-IC
and filter sampling. Both ACSMs and HR-ToF-AMS NH4
measurements are also intrinsically related to nitrate and sul-
fate measurements, being the major contributor to the neu-
tralization of these two anions. Comparison was then re-
stricted to the three mass spectrometer techniques. Although
a good correlation was also observed for NH4 measure-
ments between HR-ToF-AMS, ToF-ACSM and Q-ACSM
techniques, with r2 above 0.78, rather large differences were
observed (slopes of 1.32 and 1.60) which may partly reflect
the high uncertainty in RIENH4 determination, propagating
biases to the ambient data at high mass concentrations, as
reported by Fröhlich et al. (2013).
Organic matter
The accuracy of Q-ACSM OM measurements was evalu-
ated indirectly with co-located semi-continuous OCEC Sun-
set Lab instruments. The linear regression between Q-ACSM
OM measurements and OC determined from ECOC Sunset
field measurements showed an OM-to-OC ratio of 1.71 (r2 =
0.93). This is in good agreement with the values reported in
the literature for typical urban areas (1.6± 0.2, Turpin and
Lim, 2001) and very close to the 1.6–1.7 values obtained in
previous studies in the Paris metropolitan area (e.g., Sciare et
al., 2010; Crippa et al., 2013c). Furthermore, the OM-to-OC
ratio retrieved from the HR-ToF-AMS data set was of 1.77
on average during the study. These results are in agreement
with the conclusions of Crippa et al. (2013c) who observed,
from HR-ToF-AMS measurements at the SIRTA station, a
higher OM-to-OC ratio during the continental-influenced pe-
riod (1.72), similar to the conditions predominantly occur-
ring during the present study, rather than when Atlantic clean
air masses reached the site (1.62). On the other hand, the
obtained value of 1.71 is lower than the value of 1.95 de-
termined from PM2.5 filter sampling from 1-year continu-
ous observations in the region of Paris (Bressi et al., 2013).
Nevertheless, using a simple assumption that 10 % of OC in
PM2.5 is located between 1 and 2.5 µm (Ramgolam et al.,
2009), the PM2.5 OM-to-OC ratio that could be determined
here would rise up to about 1.9. The very satisfactory com-
parison between online Q-ACSM and OCEC Sunset field an-
alyzer thus reinforces the ability of the former instrument to
accurately estimate OM concentrations. It is also to note that
recent studies observed significant seasonal variations of the
OM-to-OC ratio, with values up to about 4 during summer
(Budisulistiorini et al., 2014), suggesting that the ACSM or-
ganic RIE may actually not be constant over time. Future
works are still needed to better understand this specific issue.
In order to cover different ambient air conditions, a focus
will notably be given on organics during the 2nd ACTRIS
ACSM intercomparison study at ACMCC, which will take
place early spring 2016, a period of the year generally expe-
riencing high levels of long range transported PM.
6 Conclusions and recommendations
This study presents the first-ever ACSM (Aerosol Chemical
Speciation Monitor) intercomparison study within the Euro-
pean ACTRIS program. Measurements were performed over
a 2-week period at the French SIRTA supersite in the region
of Paris during the late fall – early winter period (November–
December 2013). Atmospheric mass concentrations mea-
sured by 13 Q-ACSMs were investigated as well as their cor-
relations with various co-located instruments including other
aerosol mass spectrometers such as a ToF-ACSM and a HR-
ToF-AMS. Results showed a good agreement for the whole
measurements with r2 above 0.9, except for chlorides. The
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Q-ACSM reproducibility was assessed by using a statistical
approach that allowed for the determination of Q-ACSM re-
producibility uncertainties for NR-PM1 and their major com-
ponents (9, 15, 19, 28 and 36 % for NR-PM1, nitrate, organic
matter, sulfate and ammonium respectively). Q-ACSM ac-
curacy was also validated by comparison with various co-
located instruments deployed in parallel to the ACSM in-
tercomparison exercise. The PM1 chemical and optical mass
closures were achieved as well. The mass concentrations of
each chemical constituent retrieved from the Q-ACSM were
cross-validated, highlighting the consistency of the correc-
tion factors applied to Q-ACSM data sets to calculate mass
concentrations and the methodology used for calibrations.
Nevertheless, some calibration issues are also reported. Thus,
it appears relevant to recommend regular checking of the
consistency of the IENO3 and RIENH4 calibrations performed
at SIRTA by comparing the obtained results with calibration
values determined at the home institution over time. Addi-
tionally, it would be interesting for all the intercomparison
participants to apply the calibration values obtained at SIRTA
to the Q-ACSM data sets measured at their ACTRIS sta-
tions and then check how the Q-ACSM mass concentrations
are consistent to additional co-located measurements. Thor-
ough investigations of instrument-dependent RIESO4 are also
highly recommended. Within the different RFNO3 and RIE
calibrations, the use of a complete SMPS system downstream
the DMA used to generate ammonium nitrate and ammonium
sulfate particles might help to ensure that the size distribu-
tion of calibration aerosol is well-known. This type of check
should be done if users have a second SMPS. Q-ACSM users
also need to follow the stability of the Q-ACSM corrections
back to calibration conditions (e.g., via AB) as well as the
consistency of CE corrections over time to refine the qual-
ity of the Q-ACSM measurements by reducing the uncer-
tainties linked to the calibration procedures. It is especially
important when data are then available to the scientific com-
munity throughout the databases within European programs
(e.g., ACTRIS). Discrepancies observed during the present
study highlighted the need to conduct additional and regu-
lar intercomparison studies, as will be performed within the
ACTRIS-2 program (2015–2019). Such exercises also help
to establish and improve sound best-practice and data-quality
assessment procedures. Finally, results obtained here call for
further investigation of Q-ACSM (i) ammonium sulfate cal-
ibration procedures, (ii) transmission efficiency of the aero-
dynamic lens, and (iii) fragmentation patterns, which seem to
be instrument-dependent (especially for f44). The latter point
is of prime interest in the frame of the comparison of results
obtained from source apportionment studies as well as from
OA oxidation state analysis. The latter issues are discussed
in more details in Fröhlich et al. (2015).
The Supplement related to this article is available online
at doi:10.5194/amt-8-5063-2015-supplement.
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